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Status NTA  (1) October 2012 

 n=87 procedures using MediGuide 
 

 30 procedures including ablation catheter (Safire Duo MG, 
Cool Path Duo MB) 
 19 Atrial Fibrillation 
 5 VTs 
 4 Atrial Flutter  
 2 WPW 



First AF Procedure 
Safire Duo MediGuide enabled 
July 2012 
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AF Procedure (1) 

Atriography of  
left atrium in AP 
Projection – 
Contrast Agent 
applied through 
transseptal 
sheath  



AF Procedure (2) 

Atriography of  
left atrium in 
LAO projection 



AF Procedure – Marker (1) 



AF Procedure – Marker (2) 



Model – Safire (1) 

Model Points taken with Safire only 



Model – Safire (2) 



Model – Safire (3) 



AF Procedure – Summary 

 Procedure Duration: 155min 
 
 Total Fluoro Time: 4,1min 
 Catheter Positioning: 0,6min (Biplane Mode) 
 Transseptal Puncture: 1,4min (Biplane Mode) 
 Geometry Creation: 0,7min 
 Ablation: 1,4min 

 
 Total Dosage: 3631,1 µGym² (NTA Settings: 15F/s) 



Atrial Fibrillation 



Atrial Flutter 

Point Mark = 
TV annulus 



LVT - Geometry 



 


